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S. W. Deiker,a) W. Doriese, G. C. Hilton, K. D. Irwin, W. H. Rippard,
J. N. Ullom, and L. R. Vale
National Institute of Standards and Technology, Boulder, Colorado 80305
S. T. Ruggiero and A. Williams
Department of Physics, University of Notre Dame, Notre Dame, Indiana 46556
B. A. Young
Department of Physics, Santa Clara University, Santa Clara, California 95053
(Received 24 March 2004; accepted 6 July 2004)
We have fabricated a bolometer using a transition-edge sensor(TES) made of Al doped with Mn to
suppress the superconducting critical temperaturesTcd of Al from ,1 K to ,100 mK. The
resulting detector exhibits low-frequency noise consistent with theory, with a noise-equivalent
power of 7.5310−18 W/ ÎHz. The addition of Mn impurities did not significantly increase the heat
capacity of the TES. In addition, the detector is surprisingly insensitive to applied magnetic fields.
The use of AlMn alloy films in arrays of TES detectors has advantages in simplicity of fabrication
when compared to traditional bilayer fabrication techniques. ©2004 American Institute of Physics.
[DOI: 10.1063/1.1789575]
In this letter, we report the results from a superconduct-
ing transition-edge sensor(TES) bolometer fabricated using
manganese impurities to reduce theTc of an aluminum film
from ,1 K to ,100 mK. We have found noise close to
theoretical predictions, low noise-equivalent power, and a
low sensitivity of the sensor to magnetic fields. These fea-
tures, in addition to the ease of fabrication, make Al–Mn an
attractive candidate for use in TES bolometers and micro-
calorimeters.
TES detectors have become an important detector tech-
nology for sensitive photon detection in submillimeter, opti-
cal, and x-ray regimes.1–3 These detectors offer excellent
sensitivity, despite having some unexplained noise. An im-
portant reason for their popularity has been a clear path to-
ward large-format arrays. TES detectors can be multiplexed
cryogenically,4 and TES arrays with,10 000 pixels are pres-
ently being fabricated.3 Because of this success, there is on-
going interest in improving the noise performance and ease
of fabrication of TES detectors.
An important parameter of TES sensors is the supercon-
ducting transition temperature,Tc. BecauseTc strongly af-
fects heat capacity, thermal conductivity, and thermal noise
of the sensor, careful control ofTc is necessary to optimize a
sensor for a given application and cryogenic platform. Since
the transition temperatures of elemental superconductors are
not usually optimal,Tc is often engineered by fabricating
bilayers of superconducting and normal metals. Thec of the
superconducting metal is suppressed by the presence of the
normal metal through the proximity effect.5 Controlling the
Tc of a bilayer is technically challenging, as theTc is a sen-
sitive function of the properties of both layers, as well as the
interface transparency.
Another technique is to use doping with ferromagnetic
impurities to adjust theTc of an elemental superconductor.
The impurity method is simpler and potentially more repro-
ducible, as only one homogeneous layer of superconducting
material is used in the TES. The leads can be made out of the
nondoped elemental superconductor, eliminating the risk of
chemical interactions between different materials during pro-
cessing. In both proximity bilayers and ferromagnetic dop-
ing, the dominant operative effect depressingTc is traditional
pair-breaking, originally elucidated by Abrikosov and
Gor’kov (AG),6–8 lately modified to include antiferromag-
netic coupling effects, the latter of which reduce pair break-
ing and raiseTc.
9
While theTc of tungsten has been adjusted for use in a
TES by the implantation of ions of ferromagnetic species
including iron and cobalt in the,100 ppm range,9 it is not
ideal for many TES applications. Tungsten has a high resis-
tivity and its Tc is strongly dependent on film morphology,
making it difficult to fabricate. Aluminum is an attractive
alternative for TES applications due to its lower resistivity
and ease of deposition.
For many applications, it is desirable to reduce theTc of
Al to ,100 mK. However, as confirmed with ion implanta-
tion, doping with ferromagnetic metals does not produce a
substantial decrease in theTc of aluminum, even at relatively
high concentrations.10 Instead, we have developed a TES us-
ing Al doped with Mn. As we have previously reported,11 Mn
can drive theTc of Al to below 50 mK. This occurs for Mn
concentrations in the,3000 ppm regime, suggesting that
AG pair breaking is not the principal agent, and rather thatTc
suppression in Al–Mn alloys is due to pair scattering from
resonant impurity sites in the context of the Friedel–
Anderson model,12 as quantified by the Kaiser theory.13 This
conjecture is substantially reinforced by tunneling measure-
ments in AlMn/ I /AlMn tunnel junctions that show BCS-like
tunneling characteristics with conductance characteristics ex-
hibiting the complete absence of gap smearing from para-
magnetic pair breaking.
To create these films, an Al–Mn alloys99.7% /0.3%d
sputter target is used in a co-sputter system with a pure alu-
minum target. By varying the deposition rate of each target
as they are sputtered onto a rotating silicon wafer, Al films
with different concentrations of Mn are produced. Al–Mn
films have been fabricated withTc of less than 58 mK up to
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the bulkTc of the aluminum, 1 K ([Fig. 1(a)). At a Tc of
,100 mK, the residual resistivity ratio of the films is,1.5.
The resistivity of these films at 100 mKs,2.4 mV cmd is
fairly high, making it necessary to use thick films for appli-
cations requiring low sheet resistance.
A 400-nm-thick film of Al–Mn was patterned into a
400 mm square with an aluminum wet etch. Pure aluminum
leads were evaporated through a photoresist liftoff stencil.
The TES was deposited on a silicon wafer with a 350 nm
coating of Si3N4. Silicon was removed from beneath the TES
by a deep reactive-ion etch process, providing a free-
standing nitride membrane for the necessary thermal isola-
tion. Figure 1(b) shows a photomicrograph of a completed
detector.
The detector was cooled in an adiabatic demagnetization
refrigerator. TheTc of the detector is 112 mK, with a normal
resistanceRN=72.4 mV. TES sensors are typically voltage-
biased, and the resultant Joule heating combined with the
thermal isolation of the sensor from a heat bath(with Tbath
!Tc) produces a negative electrothermal feedback. This al-
lows the detector to be stably biased at a given point in its
superconducting transition.1 The Al–Mn detector has a broad
transition, as quantified by the unitless measure of transition
steepness,a=sT/RdsdR/dTd<31 when biased at 0.25RN.
Figure 2(a) shows the noise spectrum of the device at this
bias, measured with a superconducting quantum interference
device current amplifier. Superimposed is a noise model
based on the measured properties of the detector. There are
no free parameters in this model, and it is a good match in
the low frequency, thermal fluctuation noise dominated part
of the spectrum. At higher frequencies, where Johnson noise
dominates, the measured excess noise for the Al–Mn TES is
,50%. This is substantially better noise performance than is
typical for TES sensors, where excess noise of,200% is
often exhibited at these frequencies. The measured low-
frequency noise-equivalent power is 7.5310−18 W/ ÎHz,
consistent with theoretical expectations.
The detector was exposed to 5.9 keV Fe55 x rays. Be-
cause no absorber was used, the detector had a low cross
section to x rays, making it difficult to collect a spectrum.
However, the x rays did produce pulses, as shown in Fig.
2(b). Comparing the noise of the device to the measured
x-ray pulse heights, and assuming a linear detector response
(which has generally been the case in our TES detectors) t a
calculated energy resolution of,2 eV, it is assumed no fur-
ther sources of noise(e.g., position dependence) come into
play. It is impossible, however, to determine the energy reso-
lution of this system until it has been tested with an absorber.
We calculate heat capacityC=2.6±0.3 pJ/K from the mea-
sured time constant, thermal conductivity, anda. This value
is ,10% higher than the calculated heat capacity of a pure
Al film, indicating that the presence of Mn has not signifi-
cantly increased the Al heat capacity.
Typically, when a magnetic field is applied to a super-
conductor, the superconductor’sTc shifts. In a TES, this re-
sults in a shift of the bias resistance for a given bias voltage.
The Al–Mn TES, however, showed very little change inTc
with magnetic field. The detector’s resistance versus bias
voltage was measured with zero applied field and again for
an applied field of 2.21310−5 T. The same was done for a
Mo–Cu bilayer TES, with an applied field of 1.76310−5 T.
Figure 3 shows a plot of change in resistance versus the
resistance of the device at bias(normalized toRN, the normal
FIG. 1. (a) Dependence ofTc in Al on Mn concentration.(b) Optical mi-
crograph of an Al–Mn TES.
FIG. 2. (a) Noise of the Al–Mn TES detector.(b) Fe55 x-ray pulse in the
detector.
FIG. 3. The ratio of the change in TES resistance with field to resistance
without sDR/R0d vs the resistance of the device at bias(normalized toRN,
the normal state resistance).
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resistance of the TES) for both devices. At a bias voltage of
0.25RN, the Mo–Cu resistance changes by 175%, while the
operating resistance of the Al–Mn TES changes by 6.8%.
The noise performance of the Al–Mn device was unchanged
before and after the field was applied.
The fabrication of Al–Mn TES detectors is simpler than
that of bilayer detectors. However, there are two properties
that must be considered when using Al–Mn in a TES detec-
tor. The resistivity of Al–Mn films is higher than that of
Mo–Cu sensors, so thick films may be required to reduce
internal thermal fluctuation noise,14 as well as for good ther-
malization and low position dependence in x-ray microcalo-
rimeters. The use of a semimetal absorber,( .g., bismuth)
incorporating a metallic layer may eliminate thermalization
problems.15 It may also be possible to produce a bilayer of
Al–Mn and pure Al to improve sheet resistance. Further, be-
cause thea of the Al–Mn TES is low compared to that of
Mo–Cu bilayers, a lower heat capacity will be needed for
high count rate x-ray microcalorimeter applications.
Its low excess noise also makes the Al–Mn TES an in-
teresting candidate for bolometric applications. It is unclear
whether the low excess noise is caused by the magnetic im-
purities, or by the detector’s lowa. Previous measurements16
indicate that low-a detectors have low excess noise, and this
measurement seems to agree with the results from low-a
Mo–Cu detectors.
The magnetic field sensitivity of TES detectors is the
cause of some concern in instrument design, since they must
be carefully shielded from fields produced by both the instru-
ment and the observing environment. A small magnetic field
gradient across a TES array could produce different bias re-
sistance values within the array, producing inconsistent re-
sults from one pixel to the next. The low magnetic field
sensitivity of this doped system may result in arrays that are
much more stable in actual instruments.
This work was supported in part by NASA under Grant
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